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Gastric Ulceration and Bleeding with Hemodynamic Instability 
Caused by an Intragastric Balloon for Weight Loss
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Obesity in the United States is a medical crisis with many people attempting to lose weight with caloric restriction. Some patients 
choose minimally invasive weight loss solutions, such as intragastric balloon systems. These balloon systems were approved by the Fed-
eral Drug Administration (FDA) in 2015–2016 and have been considered safe, with minimal side effects. We report a patient with a 
two-day history of melena, abdominal pain, hypotension, and syncope which developed five months after placement of an intragastric 
balloon. Esophagogastroduodenoscopy with balloon removal revealed a small 8-mm gastric ulcer in the incisura. This gastric ulcer 
probably developed secondary to mechanical compression of the stomach mucosa by the gastric balloon which contained 900 mL of 
saline. The FDA is now investigating five deaths since 2016 associated with these second-generation balloons. Clinicians should be 
aware of these complications when evaluating patients with gastrointestinal complications, such as bleeding. 
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IntrodUCtIon

Obesity is an epidemic in the United States with 81 million 
Americans suffering from this chronic medical disease.1 Neg-
ative health effects associated with obesity include hyperten-
sion, diabetes, and many other common disorders. The intra-
gastric balloon (IGB) system is a device used for obesity (body 
mass index [BMI] of 30–40 kg/m2) treatment. At least three 
IGB systems have been approved by the Federal Drug Admin-
istration (FDA) in 2015–2016 for use in the United States. The 
IGB is either inserted endoscopically or swallowed as a cap-
sule then filled with air or saline. These IGB systems are wide-

ly used for several reasons, including effective weight loss 
(10%–15%) over six months and the relative safety of a mini-
mally invasive procedure.2 The older (first) generation IGB 
systems were withdrawn 7 years after their introduction in the 
market in 1985 due to serious adverse events, including gastric 
ulcers and perforations and intestinal obstructions. This led to 
the development of newer (second) generation IGB systems, 
mainly the ReShape and Orbera balloon systems, that are con-
sidered safer and more effective.2 Many patients have chosen 
IGB placement over bariatric surgery due to ease of placement 
and limited side effects, and there have been very few case re-
ports describing potentially lethal side effects associated with 
IGB placement.3 However, there have been four recent deaths 
related to the Orbera system and one death related to the Re-
Shape system; additional cases with serious side effects are be-
ing reviewed by the FDA, including, for example, gastric per-
foration associated with poor proton pump inhibitor compliance.3 
The FDA has begun to investigate the safety of these newer 
second generation balloons and is recommending prompt re-
porting of adverse events.4
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CAsE rEport

A 47-year-old man presented with melena, abdominal pain, 
and syncope for two days. He had no prior history of gastro-
intestinal (GI) bleeding. The patient underwent IGB (ReShape 
Integrated Dual Balloon System; ReShape Medical, Inc., San 
Clemente, CA, USA) placement with the instillation of 900 mL 
of saline for weight loss five months prior to presentation. He 
had no past history of alcohol consumption or liver disease. He 
was taking esomeprazole 40 mg delayed release oral capsules 
once daily and had recently taken ibuprofen 400 mg daily for 
the past five days for back pain. Vital signs included blood pres-
sure 65/55 mm Hg, heart rate 98 beats/minute, O2 saturation 
97% on room air, temperature 98.5°F, and respiratory rate 19 
breaths/minute. His pre-Rockall score was 2.  His hemoglobin 
dropped to a nadir of 7.1 gm/dL during hospitalization from a 
level of 14.3 gm/dL eight months prior to admission. The pa-
tient was admitted to the medical intensive care unit due to 
hemodynamic instability and was resuscitated with normal sa-
line and one unit of packed red blood cells. Abdominal com-
puted tomography showed two connected saline-filled gastric 
balloons (Fig. 1). He underwent esophagogastroduodenosco-
py; a small 8 mm gastric ulcer Forrest class III) was found in 
the incisura, and the balloon was removed (Fig. 2). Biopsy re-
vealed severe chronic gastritis and Helicobacter pylori on im-
munoperoxidase staining. He was discharged after a five-day 
hospital stay.

dIsCUssIon

The “REDUCE Pivotal Trial” provides important informa-
tion about outcomes and complications associated with the 

use of these devices. This trial included 326 participants be-
tween the ages of 21 to 60 years, with BMIs in the range of 30–
40 kg/m2 and at least one comorbid condition related to obesi-
ty.5 Participants were randomized into a control group that 
included diet, exercise, and a sham endoscopy or into a study 
group that included diet, exercise, and IGB placement for six 
months. The control group lost 7.8±14.1 pounds; the study 
group lost 15.9±11.9 pounds.5 Six months after removal of the 
device, the study group maintained 66% of the initial weight 
loss; this information was not reported in the control group. 
The Reshape IGB system requires the endoscopic implantation 
of a dual balloon (Fig. 2) that should conform to the stomach’s 
natural curvature. The balloon is filled with a blue dye that 
serves an indicator for deflation by turning the patient’s urine 
a blue-green color.5 After these balloons are placed, the patient 
is expected to follow up for six months to monitor for defla-
tion and other possible complications. Nearly all patients in 
this trial developed accommodative symptoms that included 
nausea, vomiting, and/or abdominal pain/discomfort. These 
symptoms mostly resolved in 3–7 days; management included 
reassurance, medications, and fluid. Some subjects (9.1%) re-
quired early retrieval due to device intolerance. There were no 
deaths, intestinal obstructions, gastric perforations, or device 
migrations during this trial. Most serious adverse events (21 of 
28 patients, based on the FDA serious event definition, includ-
ing requiring medical or surgical intervention) were visits to 
the emergency room for medical management of accommo-
dative symptoms. Other adverse events included an esopha-
geal mucosal tear during retrieval, requiring placement of he-
mostatic clips (one subject), an ulcer at the gastroesophageal 
junction with GI hemorrhage requiring transfusion (one sub-

Fig. 1. Abdominal computed tomography showed two connected saline-filled 
gastric balloons (red arrows) in the patient. Fig. 2. Linear ulcer found near the incisura (Forrest class III). 
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ject), cervical esophageal perforation requiring antibiotics 
during retrieval (one subject), and post retrieval pneumonitis 
requiring antibiotics (one subject). Gastric ulceration at or near 
the gastric incisura occurred in 35% of these subjects. This led 
to a modification of the device tip during the trial, which re-
duced the frequency of ulcers to 10%.5

Our case demonstrates that the newer generation balloons 
can cause serious complications that are probably related to 
persistent extrinsic pressure on the gastric mucosa.3 This pa-
tient had two risk factors for gastric bleeding (use of a nonste-
roidal anti-inflammatory drug and a positive biopsy for H. py-
lori) which probably contributed to the development of this 
complication. He presented with significant anemia and he-
modynamic instability. Yoo et al. reported a 47-year-old wom-
an (BMI 30 kg/m2) with an IGB placed seven weeks prior to 
presentation who complained of mild epigastric pain and had 
a gastric perforation at the base of an ulcer.3 The patient had not 
been taking a proton pump inhibitor, and histology studies of 
the ulcer revealed H. pylori.3 Complications such as these were 
frequently associated with the first generation IGBs and led to 
design improvements. Newer generation IGB systems are saf-
er, but mechanical complications, such as pancreatitis, esopha-
geal and gastric perforation, balloon migration, intestinal ob-
struction, and bleeding can occur. Other possible complications 
include malabsorption, malnutrition, and delayed gastric 
emptying interfering with drug pharmacokinetics.

The FDA is currently investigating five deaths since 2016 that 
occurred within a month of balloon placement. The FDA has 
not determined a root cause of death in these cases and has not 
established a definitive link between these deaths and the in-
sertion procedure or the device.4 These complications could 
have resulted from surgeon error, pre-existing comorbidities 
(such as H. pylori), or spontaneous over inflation. The initial 
phase of the REDUCE Pivotal trial demonstrated that gastric 
ulcers occur frequently in these patients but usually do not 
cause important bleeding complications.5 Patients who under-
go IGB insertion need careful follow-up post insertion and sys-
tematic reporting to determine complication rates.6,7 Addition-
ally, these balloons should not stay in place for more than six 
months, and patients should be educated about regular follow 
up.  Recently, a 28-year-old woman was lost to follow-up and 
presented two years after balloon placement with a small bow-

el obstruction due to balloon migration that required laparo-
scopic surgery for removal.8 Current recommendations indi-
cate that patients should not have an IGB system in place for 
more than six months, should take a proton pump inhibitor, 
and those with a documented history of H. pylori should have 
screening and treatment before balloon insertion.3,6,7 Addition-
ally, patients on treatment for other comorbidities should be 
monitored carefully, and drug levels should be checked when 
indicated to ensure therapeutic levels. GI bleeding has multi-
ple causes, but clinicians should consider these devices when 
evaluating patients with GI bleeding or unexplained anemia.
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